Determination of urinary estriol by radioimmunoassay. Modification of a commercial kit for serum analyses.
A simple and rapid method for urinary estriol determination is described. Modification of a commercially available kit for serum estriol gives a method for urinary estriol determination with a capacity of approximately 75 determinations a day. A high degree of accurary was revealed by indirect comparison with a mass fragmentographic method.